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Unpacking                   Pipettes

1.	Unplug end of plastic shipping tube
	 and slide out the inner pack containing
	 the pipette.

2.	Hold pipette here

and here.

3.	Carefully separate
	 protective glass
	 sleeve from the long
	 rubber plug. Hold in
	 vertical position, as
	 shown.

4.	Holding rubber
	 plug, allow glass
	 sleeve to drop
	 away. Do not
	 attempt to slide
	 sleeve off of
	 pipette — you
	 are certain to
	 touch and damage
	 the delicate tip.

5.	Carefully separate
	 pipette from rubber plug.
	 Pipette is ready to use.
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